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RESEARCH  AND  DEVELOPMENT  PROGRAM  ON 
THE USE OF COUNTING  TECHNIQUES 

By F. L. Torney, Jr.  and J. R. Roehrig 
Norton  Research  Corporation 

SUMMARY 

This program is a  continuation  of  work  performed  under 
contract  NASI-5347,  Task 8. The primary  emphasis  of  this 
program  was to reduce noise  encountered in the  previous  studies, 
without  sacrificing  ion  counting  and  collection  efficiency. To 
this end, the  use  of  an  offset  multiplier was investigated  as  a 
means  of  reducing  certain  elements  of  noise. In addition,  two 
types of multipliers  have  been  investigated  in  order to obtain 
the  maximum  stable  signal-to-noise ( S / N )  ratio  using  ion  counting 
techniques. A cold-cathode  ion  source/quadrupole  mass  spectro- 
meter  was  agaih  used as a  test  instrument  for  these  investigations. 

An  off-axis  arrangement  for  the  ion  counting  electron 
multiplier  has  been  designed  and  tested  which  has  practically 
eliminated  the  photon  noise  background  encountered  in  the  pre- 
vious  work. In addition, a new  electron  multiplier  has  also 
been  investigated  which  has  two  orders of magnitude  more  gain 
than  the  original  multiplier. The resultant  ion  counting de- 
tector is nezlrly insensitive  to  large  changes  in overall multi- 
plier  gain.  For  instance,  a  factor of seventy  change  in dc 
gain of the  multiplier  resulted  in  a  change  in  the  average  count- 
ing  sensitivity of less  than 12%. Thus the  overall  sensitivity 
of the  detector is much  more  stable. 



Finally, it appears that  the ion detector can be made less 
sensitive  to  other  properties of the  ions  emerging  from  the 
quadrupole such as  mass, energy  and  possibly  exit  angle. As 
a result, the  counting  ion  detector  appears  to  approach  the 
ideal  of  a low noise level, stable  means of detecting  ions  from 
mass  spectrometers,  total  pressure  gauges  and  other  charged 
particle  devices. 

INTRODUCTION 

In a  previous  program  report  (ref. 1 1 ,  the  use  of  counting 
techniques was investigated  to  improve  the S/N ratio  of  an UHV 

mass  spectrometer  employing  a  cold-cathode  ion  source (CCIS) and 
a  quadrupole  analyzer.  During  these  investigations  the  most 
prominant  noise  source was traced  to  photons  emanating  from 
the  cold-cathode  discharge.  Similar  problems  have  been  described 
(refs. 2 and 3 )  in  connection  with  hot-filament  quadrupole 
spectrometers. In  fact, all line-of-sight  analyzers  (time-of- 
flight, quadrupole,  coincidence, etc.)  are  theoretically  prone 
to  this  source  of  noise.  Although  the  photon  background  in  the 
CCIS  is  pressure  dependent  (unlike  the  hot  filament  source), 
it was  decided  to  improve  the S/N ratio  of the  CCIS/Quad  by 
using an off-axis  detector.  The  resolved  ion  beam  is  electro- 
statically  deflected  off-axis  prior  to  entering  the  electron 
multiplier,  while  the  photons  pass by  largely  undetected. 

In addition  to  the  photon  noise  background  problem, it was 
discovered  that  the  electron  multiplier  then  in  use  did  not  have 
sufficient  gain  to  guarantee  freedom  from  sensitivity  changes 
caused by multiplier  gain  instabilities.  From  the  data  available 
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it appeared that the  minimum gain required  to detect the  ions 
with present  equipment was approximately lo6 (for 4 KeV ions). 
In order  to  allow  for  substantial  changes  in  multiplier gain, 
which is a  common  problem, an initial  gain  near loE - was  sought. 
Thus, after  a  substantial change, the  remaining  gain  would  be 
sufficient  to  guarantee  counting  stability.  This  goal  and  that 
of  photon  noise  reduction  appears  to  have  been  largely  reached 
in  the  present  program. 

The selection  of  an  a.ppropriate  multiplier  for  use  in  this 
work is not  entirely  straightforward. Since the  resolved  ions 
emerge  from  the  quadrupole at relatively  large  angles,  considera- 
tion must be  given to  this  factor  in  selecting  an  appropriate 
multiplier.  Moreover,  the  chosen  multiplier must be  selected 
from  a  noise  standpoint  since  its  inherent  thermionic  noise 
forms  a  lower  limit  of  detectability  for  the  system.  These 
factors  are  also  considered  and  discussed. 

Finally, the  use  of  ion  counting  detectors  alters  the 
quantitative  interpretation  of  spectral  peak  heights  as  compared 
to  dc  detection  methods.  Limited  discussions  of  this  subject 
are  also  presented. 
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RESEARCH AND DEVELOPMENT  PROGRAM ON 
THE USE OF COUNTING  TECHNIQUES 

Program  Goals  and  Objectives 

Scope of Present Program. - The  present  program  is  a  con- 
tinuation  of  work  begun  under  contract  NAS1-5347,  Task 8 (ref. 1). 
In this  previous  program,  the  use of ion  counting  techniques  was 
investigated as a  means of improving  the S/N ratio  of an UHV 
residual gas analyzer.  While  this  effort  did  result in S/N 
ratio improvements, it was  recognized  that  two  additional  steps 
were necessary in order  to  achieve  the  optimal  improvement. 
First, the most prominent  noise  source  encountered was identified 
as photons  emanating  from  the  ion  source of the  instrument. 
Similar  problems  have  been  encountered in hot-filament  ion 
source  mass  spectrometers. In the  latter  instruments  however, 
the  photon  noise is independent  of  pressure. In contrast,  the 
CCIS  photon  noise is largely  pressure  dependent  and  therefore 
S/N ratio does not deteriorate  as  noticeably  at  very  low  pressures. 
Thus, by making  the ion counting  detector  "photon  blind",  a 
higher S/N ratio is theoretically  achievable  with  the  CCIS/Quad. 
For  this reason, the  present  program  was  devised  and  the  effect 
of  photon  noise  reduction  was  investigated. 

A second  advantage of the  use  of  ion  counting  techniques 
is that  a  major  improvement in detector  stability is possible. 
This fact was  investigated  in  the  previous  work  and it was  found 
that  the  electron  multiplier  gain  was  insufficient to permit 
a  substantial  improvement  in  detector  stability. Thus, a second 
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objective of the  present  work was to  demonstrate  improved 
detector  stability  with a more  appropriate  multiplier.  This 
goal has  also  been  accomplished  as  will be shown  herein.  Thus 
the  scope  of  the  present  program  is  to  improve  the  detector 
S/N ratio  and  to  improve  the  stability of the  detector  through 
the  use  of ion counting  techniques.  The  cold-cathode  ion 
source/Quadrupole  mass  spectrometer is again  used  as  a  test 
instrument  for  the  investigations  reported  herein. 

"Photon-Blind" Ion Detectors 

Methods  and  Arrangements. - A number  of  different  types of 
electron  multipliers  are  described in the  literature.  Some of 
these  have  been  specifically  adapted  to  the  general  problem of 
signal-to-noise  ratio  improvement.  Others  could  conceivably 
be so adapted.  For  instance,  the  resistance  strip  multiplier 
(refs. 4 and 5 )  (with and without  a  magnetic  field)  have  been 
developed  and  extensively  tested  as  ion  detectors. In theory, 
such  devices  can  be  geometrically  arranged so that  photons  will 
transit  the  space  between  the  two  strip-like  secondary  emission 
surfaces  without  releasing  enough  secondary  electrons to con- 
tribute  significantly  to  the  background  noise. In contrast, 
the  ions  would be  electrostatically  deflected so that  they 
strike  the  entrance  portion  of  the  strip  and  thus  produce 
sufficient  secondaries  to  provide  the  desired  charge  gain  for 
ions. In practice,  the  success  of  this  method  depends  heavily 
on certain  details of the  geometrical  arrangement. 

~~ ~~ 
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In   another   a r ra -ngement ,  a convent iona l   focused   dynode  

mul t ip l ie r ,   which   would   normal ly  be r e s p o n s i v e  t o  pho tons ,  i s  
l o c a t e d   o f f - a x i s  t o  the   emerging   ion /photon  beam. Aga in ,   t he  
i o n s  are e l e c t r o s t a t i c a l l y   d e f l e c t e d  t o  t h e  f i r s t  dynode  whereas 

t h e   p h o t o n s   ( n o i s e )   l a r g e l y  miss t h e   e n t r a n c e   t o   t h e   d y n o d e  
s t r u c t u r e .   O t h e r   w o r k e r s  ( re fs .  2 and 3 )  have  used t h i s  a r r a n g e -  
ment   wi th   success   to   avoid   the   photons   emerglng   f rom a conven- 

tional quadrupo le   spec t romete r .  

F i n a l l y ,   i n   a n   a d a p t a t i o n  of f a m i l i a r   s c i n t i l l a t i o n   c o u n t i n g  

t e c h n i q u e s ,   o t h e r   i n v e s t i g a t o r s  ( refs .  6 and 7 )  have  developed 
and tested s u c h   t e c h n i q u e s   i n   a n   e f f o r t  t o  e l i m i n a t e   t h e   g a i n  
i n s t a b i l i t y  of m u l t i p l i e r s   c a u s e d  by u n p r e d i c t a b l e   c o n t a m i n a t i o n  
from t h e  vacuum environment .  This  method a l so  e f f e c t i v e l y  

sepa ra t e s   pho tons   and  i o n s  a l t h o u g h   t h l s   a d v a n t a g e  i s  n o t  
s p e c i f i c a l - l y   d e s c r i b e d   a n d   d i s c u s s e d .  

I n  summary, t h r e e   a l t e r n a t i v e   a r r a n g e m e n t s   c a n  be nsed 

e i t h e r   s i n g l y  or i n   c o m b i n a t i o n ,  t o  s e p a r a t e   p h o t o n   n o i s e  from 
t he   r e so l .ved   i on  beam. These are b r i e f l y :  

1. Use of p h o t o n   t r a n s p a r e n t   ( s t r i p ]   m c l t i p l i e r s .  

2 .  O f f - a x i s   d e f l e c t i o n  of i o n s   i n t o   c o n v e n t i o n a l  

m u l t i p l i e r s  

3 .  Use of s c i n t i l l a t i o n   t e c h n i q u e s  t o  p r o v i d e   b o t h  
photon sepa ra t ion   and   improved   mu l t ip l i e r  gain 
s t a b i l i t y .  

B e f o r e   d i s c u s s i n g   t h e   s e l e c t i o n  of a n   a p p r o p r i a t e   m u l t i p l i e r  

and the   chosen   a r rangement  for p h o t o n   n o i s e   r e d u c t i o n ,   t h e  
p r o p e r t i e s  of t h e   i o n  beam emerging from the quadrupole  will be 
d i scussed .   These  properties s t r o n g l y   i n f l u e n c e  both t h e  selec- 
t i o n  of t h e   m u l t i p l i e r   a n d  t h e  ad .ap ta t ion  of t h e   m u l t i p l i e r  t o  
t h e   q u a d r u p o l e .  
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The energy  with  which i m s  leave the quadrupole is low 
compar2d to  the energy  required  for use€ul. secondary  emission 
ratios at the first dynode of the multiplier. The exit  aperture 
angle for the resolved  ions can, however, be very large depending 
on many interrelated  parameters  such as mass, f r equency  and  phase 
of the Zf voltages on the yua.drupale,  injection ene rgy ,  quadru- 
pole length, etc .  Tl'lus, the emerging  ions a re  no t  on ly  d i s -  
t r i b u t e d  over some energy  range  but are also distributed over 
a wide r ange  of angles. As a. result, focusing of the emergirig 
"beam" a t  the detector is difficult for a11 angles  and energies 
s i m u l t a n e o u s l y ,  especially if an unreasonably small  detector is 
chosen.  If the collection e f f i c i e n c y  of the detector is sub- 
s t a n t i a l l y  less t han  100% complicated xnasrs discrimination ef€ects 
can  occur  a t  the detector (ref. 2 ) .  Since 0 1 2 6  05 the pu,rposss 
of t h e  present work is to reduce the influence of the multiplier 
on the o v e r a l l  instrument  sensitiviky, it is apparent that the 
multiplier and its a d a p t a t i o n  to the quadrupole must be CZCCO~I-  

pfished w i t h  some care. The next section will di~cuws the chsiee 
of su i tab le  multipliers. 

Selection of Suitable  Electron Multiplier 

""... Characterist ics -. "P.. sf I d e a l i z e d  ~. . Multiplier. - Frcm the fore- 
going  discussions  and cer ta in  conclusions drawn fron the previous 
work (ref. 1) the pertinent  characterietics of an idea . l iaed 
multiplier may be sumarized as follows: 

1. The minimum g a i n  for ions ahould be 1 x lo6. 

2 .  The multiplier  should be insenaitive to photons 
(if possible) in th.e visible and s o f t  x-ray 
( <  PO0 eV) regions. 



3 .  The multiplier  should  accept the large  angular 
spread  of  ions from the quadrupole  without 
appreciable loss in collection  efficiency. 

4 .  The total  dark  current  noise  from  the  multiplier 
(thermionic  emission,  field  emission  and  leakage) 
should  be  small at the  highest  gain  available; 
an  acceptable  figure is 10 cps at a  gain of 108. 

5. The pulse  height  distribution  €or  noise  and  ions 
should be as narrow as possible  and  the  average 
ion pulse  height  should  be  appreciably  larger 
than  the  average  noise  pulse  height. 

6. The multiplier  gain  should be as  stable  as 
possible  and  should  be  independent of both  the 
counting rate (up to  approximately 1 0 6  cps) 
and  the  total  number of events  counted. 

7. The  secondary  emission ratio at the  first  dynode 
(or input  surface)  should  be  as  insensitive  to 
entrance  angle as possible. 

8. The dynode  materia1,or  secondary  emission  sur- 
faces,  should  be  as  insensitive to repeated  ex- 
posures  to  room  air  as  possible  and  should  be 
bakeable  to 400°C without  damage. 

9. In situ  measurement of multiplier  gain  is  desire- 
able  although  not  absolutely  necessary. 

10. The  device  must be  compatible  with  good UHV 
practice  (low  outgassing  rates). 

11. The multiplier  should  achieve  the  desired  gain  with- 
out resortlng  to  very high voltages (;. 4 kV) which 
accentuate  field  emission  problems. 
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12. The multiplier  should  be  as  insensitive  to 
stray  magnetic  fields as possible. 

13. The multiplier  should not produce-spurious 
pulses  which  can  be  detected  as  signal  (ion) 
pulses. 

With  the  above  criteria  in mind, a  number  of  multiplier 
types  were  surveyed  for  use  with  the  CCIS/Quad.  In  addition  to 
the  resistance  strip and  focused dynode  types,  the  channel 
multipliers were also  considered.  These  types  have  three  very 
deslrable  characteristics,  namely:  high  initial  gain (lo* or 
greater),  narrow  pulse  height  distribution  (in  the  saturated 
mode), and low  dark  current. Of the  various  types  of  channel 
multipliers  commercially  available,  only  those  equipped  with 
an  entrance  cone  were  considered  appropriate  for  reasons  dis- 
cussed  previously  in  connection  with  the  focusing of the  emergent 
ion  beam. 

The  channel  multipliers were not  selected  for  laboratory 
study  for the  following  reasons:  (a) The reported  fatiguing 
effects  (refs. 8 and 9) as a  function  of  counting  rate  and  total 
counts, (b) relatively  small  entrance  area  for  the  cone-equipped 
units  and ( e )  the  maximum  recommended  bakeout  temperature is 
300OC. 

The resistance  strip  multipliers  were  also  not  chosen 
because  the  maximum  available gain is insufficient  to  insure 
the  desired  detector  stability.  For  gains  in  excess of l o 7 ,  
ion feedback  causes  spurious  after-pulses. A gain  near 10* is 
desirable  to  insure  better  detector  stability  for  large  gain 
changes. 



\ 

The c h o i c e  of m u l t i p l i e r s  was the re fo re   na r rowed  t o  
t h e   f o c u s e d   d y n o d e   t y p e s .  The 1 4  s t a g e  BeCu d y n o d e   m u l t i p l i e r  
used i n  p r e v i o u s   s t u d i e s  was a g a i n  used En t h e   p r e l i m i n a r y  
s t u d y   p h a s e  of the   p re sen t   p rog ram,  primarily because  of 
large amount of dc   and  pulse S / N  d a t a   h a d   b e e n   c o l l e c t e d   u s i n g  

t h i s   m u l t i p l i e r .  The i n i t i a l  g a i n  of t h e   m u l t i p l i e r  was 
approximate ly  lo7. F o r   t h e   e x p e r i m e n t s   r e p o r t e d   h e r e i n ,   t h e  
g a i n  was about   one  order of magnitude  lower.  

A v e r y   h i g h  g a i n  (108j m u l t i p l i e r  was purchased  and i n -  
s t a l l e d  i n  t h e  CCIS/Quad i n  bo th  the on-a.xis  and o f f - a x i s  

c o n f i g u r a t i o n s .  T h e  per formance   wi th  this r n u l t l p l i e r  i s  de- 
s c r i b e d  i n  l a t e r  s e c t i o n s .  

D e s c r i p t i o n  of Apparatus  and  Equipmerlt 

VacuunSystem. " - The  vacuum system  used was e s s e n t i a l l - y   t h e  
same as t h a t  used i n  the p r e v i o u s   s t u d i e s  ( r e f .  I ) .  T h i s  system 

consists of two  manifolds,   each of which is pumped by a small 
( 2 0  L/sec) i o n  pump. The upper m a n i f o l d   c o n t a i n s  a Modulated 
Bayard-Alpert   gauge IMBAG) t h e  CCIS/Quad and the l o n  pump, 

t o g e t h e r   w i t h  a connec t ing  UEIV v a l v e .  Dur ing   baking ,  a l l  p a r t s  
of the   uppe r  mailifold are  baked   ( i nc lud ing  t h e  i o n  pump) The 

"lower" mani fo ld  and. pamp are  used t o   e v a c u a t e   t h e  upper 
mar . i fold  during t h i s  procedure .  Ultimate true p r e s s u r e s  i n  the 
i.ow 1 0  Torr r eg ion   have   been   ach ieved   u s ing  t h i s  procedure .  
The lower   man i fo ld   cc jn t a ins   su i t ab le  valves for admitting t e s t  

gases. The tJHV valve  between t h e  upper  an.d lower manifold serves 
as both an  i s o l a t i o n   v a l v e  and. as a variable l e a k  f o r  admitting 
test gases. 

- 1 2  
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CCIS/Quadrupole  Spectrometer. - A complete  description of 
all previous  work  conducted on the  CCIS/Quadrupole  including 
previous  studies on the  use of ion  counting  techniques  appears 
in  the  referenced report (ref. 1). 

Ion Counting  Equipment. - Preliminary  studies  were  made 
using  the  counting  equipment  described  in  the  previous  report. 
The majority of present  studies  were  made  using  more  versatile 
electronics which included  the  following: 

a. Preamplifier  with  fixed  voltage  gains of 
10 and 100. Designed  to  amplify  photo- 
multiplier  pulses  and  to  operate  with 
the  equipment  listed  below. 

b. Scaler-Timer - 200 nsec  resolving  time. 
Preset time  or  preset  count.  Variable 
discriminator (0.025 volts to 5 . 0  volts). 
Integral or differential count. modes  with 
wide or  narrow  window  widths (AE) . 

c. Dlxl-tal - .. to  Analog  Converter - 3 Digit 
Selection. 

d.  Spectrum  Scanner - 5 0 ,  100 and 200 channels. 
Scans the full  pulse  height  interval of 
the  scaler  timer. Used to obtain integral  
or  differential  pulse height distributions 
on X-Y recorder. 



Experimental Procedures and  Results 

Baseline  Experiments. - Before  experimental  studies of the 
off-axis  multiplier were begun, baseline  experiments were con- 
ducted  to  establish  a  reference  noise  background  for  the  in- 
strument under a controlled set of  conditions. A prepared 
mixture  of  the inert gases (He, Ne,  Ar, Kr, and  xej was admitted 
to  the  spectrometer  which was operated  under a prescribed set of 
resolution  and  sensitivity  conditions.  Both  the dc and  counting 
rate S/N ratio were  measured.  The  total  pressure of the inert 
mixture was determined by a  Modulated  Bayard-Alpert  Gauge (MBAG). 
The UHV system and MBAG were  given  a  thorough  bakeout and out- 
gassing  to  reduce  the  influence  of  residuals  on  the  background 
noise. 

* 

Attempts  to  obtain  this  baseline  information  were not com- 
pletely  successful. First, contamination from either  nitrogen 
or  carbon  monoxide  (mass 2 8 )  and also  hydrogen  (mass 2) was 
noted,  each  contributing  to  the  background  noise  to  an  unknown 
extent. Second, difficulty was encountered  with  external  noise 
sources  such  as  rf  pick-up,  line noise, and ampllfier  noise. 
Normally  the  latter  two  sources  do not contribute  significantly 
to noise  observed  between  mass  peaks.  These  noise  elements  were 
encountered  when  the  amplifier  gain  and  discriminator  level were 
set to obtain  a  counting  efficiency  approaching 100%.  As a 
result, the 100% counting  efficiency  point  could  not  be  clearly 
defined  and  the  absolute  gain  could  not  be  measured. The in- **  

~~ .~ ~ ~ -. 

* 
" .. 

The  photon  noise  background  is  dependent on both  the  mole- 
cular  species  and  the  par-tiai  pressure  thereof. 

**  
Refer  to  ref. 1, pages 68 and 114 for gain calculation 

methods. 
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ference was however, that the  multiplier  gain had  deteriorated 
since previous investigations, although  this  supposition  could 
not be  proven. 

Photon - Noise  Reduction. - In the  previous  work  (ref. l), it 
was found  that the substitution  of  a  tubular  cathqde  stub  (in 
the  ion  source) for a solid  one  of  the  same  diameter  and  length, 
improved  the S / N  ratio of the  instrument  substantially. As 

viewed  from  the  multiplier  end  of  the  quadrupole,  only  the 
small  annular  area of the  stub  remained  visible. It was de- 
cided to attempt  an  additional  improvement  in S/N ratio by 
flaring  the end of the  tube, so that  its  annulus  would be com- 
pletely  invisible to the  multiplier.  This  modification was 
made and its effect on S/N ratio was examined  briefly. A 

spectrum of nitrogen ( N 2 t  and N’) was taken  under  conditions 
nearly  identical  to  those of Fig. 30 of the  previous report 
(ref. 1). The discriminator was set to  obtain  a  photon  back- 
ground count of 31 counts per minute  (cpm) at 5 . 5  arnu. The ob- 
served  nitrogen  peak  counting rate at  mass 28 was 6 x lo5 cpm. 
The counting S/N ratio  obtained  with  the  flared  cathode  stub 
was 2 x lo4. This  ratio  is  essentially  the  same as that ob- 
served in.the previous  work. It is concluded,  therefore,  that 
the  flaring of the  open  end of the  tubular  cathode  study  did 
not improve  the  counting S/N ratio  to  any  measurable  extent. 

Other .. - ~~ Noise  Sources. - During the  investigation of the 
flared  cathode stub, the  multiplier  dark  current  was  observed 
to  increase  in  a  spontaneous  manner  after  a  weekend of pumping. 
Prior  to  this event no dc multiplier  dark  current was detected 
at a  multiplier  operating  potential  of 2000 volts. A small  ion 
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source  background  current of 1 x 10 amperes was also observed 
in  the  output of the multiplier- After  the  unknown change, 
the  multiplier  dark  current  increased to 7 x 10 -' amperes at 
the  same  multiplier  voltage.  Four days later,  this  value had 
increased to 3 X 10 - 1 2  amperes. The photon  or  ion  source  noise 
current  subsided to a value < 1 x 10 - I 3  amperes as a result of 
the  continued  pumping. The residual  peaks were also  substan- 
tially  diminished  as a result  of  the  extended  pumping. 

- 1 5  

On a pulse  counting  basis,  the  situation was completely 
reversed; i.e.,  the  rrultiplier background  pulses  could  not  be 
detected at the minimum  discriminator  setting of 0.025 v o l t s "  
and with 3 7 0 0  volts  applied  to  the  multiplier.  Photon  pulses 
from the ion source were readily  identifiable  (approximately 
25 counts/sec)  under  these  conditions. 

The fa.ct that  the  multiplier  background was clearly de- 
fina.ble on a dc  basis  but not a pulse basis, suggested  the 
possibility  of a leakage  current. The multiplier  dynode  and 
collector  elements  are  mounted  on  two  ceramic  insulators. T h e  

dynodes  are  therefore  electrically  coupled  to  the  electron 
collector  (output)  through  these  insulators. A simple calcula- 
tion of the  typical  leakage  resistance  required of the ceramics 
shows  that a total  resistance of 2 x 1 O I 6  ohms is necessary 
to limit  the  leakage  current to 1 x 10 amperes with. 2000 
vol , t s  applied.  tc  the  multiplier. This form of  noise i s  r e a d i l y  
identified by a measureinent  of the  linearity  of  the  nuise  current 
with  applied  voltage  (over  a  limited  range).  This  measurement 

- i 3  

* 
Minimum  detectable  pulse  amplj-tude at the  output  of the 

preamplifier  with  voltage  gain  of 100. Actual  minimum  detectable 
pQlse  high a t  input  to  amplifier is 0 - 2 5  millivolts. 



was made and it was demonstrated  that  the  multiplier  noise was 

not of the simple  ohmic  variety. The measured  multiplier 
background  and  ion  source  photon noise currents  were observed 
to increase as a power  function of the  applied  voltage  for a 
range of 1500 to 3700 volts. The rate of increase of t h e s e  
currents  with  applied.voltage was n o t  as large as the  data 
shown  in Fig. 31 (page 119) of the  previous  report (ref. 1) 
thereby  confirming  the  speculated loss in  gain. 

The e f fec t  of this  gain loss on t h e  i o n  counting and ion 
collection  efficiencies  was  investigated  next.  Specifically, 
it was demonst ra ted  that;  the multiplier had scffieient g a i n  
(at 3 7 0 9  volts) to detect  nearly 100% of the ions of a  given 
mass (mass 28). The minimum  detectable pulse height w a s  0 . 2 5  

millivolts under these conditions. The gain of the  multiplier 
( f o r  N 2  lons) was calculated from a clc measurement of the ma.38 
28 peak arnplicude and a counting r a t e  equivalent of this peak 

which  was known to represent n e a r l y  100% CoLmting  efficiency. 
The gain thus measureci at 3700 vo.Lts was 1.4 x lo6. This is 
i n  contrast to a mass 2 8  gain measurements of 8 . 1 5  x 1 0 5  made 
at 3 3 0 0  volts ~n the previous repcr t  (ref. I., page 114). Thus, 
increasing the multiplier vol tage  from 3000 to 3360 volts re- 
sulted 1xs a g a i n  increase of only a f ac to r  o f  1.7. On the  basis 
of a  conservative  extrapolation of the gain curve shown in Fig. 31 
of the  prevrous repor t  (ref. 11, it is estimated t h a t  the gain 
was originably 4-5  x lo6 at 3700 v o l t s  applied. 

In summary, the performance of the multiplier immediately 
p r i o r  t o  ~ t s  relocation o f f - a x i s  was as  follows: 

1 
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1. The ga in  f o r  mass 2 8  i o n s   h a d   d e c r e a s e d  to a 
v a l u e   s u c h   t h a t   a n   a d d i t i o n a l  500-600 volts  
w a s  r e q u i r e d  t o  o b t a i n   f u l l   i o n   d e t e c t i o n  

e f f i c i e n c y  . 
2. The background  cur ren t  of t h e   m u l t i p l i e r   h a d  

spon taneous ly   i nc reased  t o  a v a l u e   n e a r l y  
t e n  times l a r g e r   t h a n   t h e   p h o t o n   n o i s e ,  Due 

t o  t h e   d e c r e a s e d   g a i n ,   t h i s   n o i s e  was n o t  
d e t e c t a b l e   o n  a p u l s e   b a s i s  a t  t h e  minimum 

d i s c r i m i n a t o r   s e t t i n g  of 0 , 0 2 5  v o l t s .  

3 .  The presence  of i o n   s o u r c e   p h o t o n s  w a s  still 
d e t e c t a b l e ,   p a r t i c u l a r l y  a t  t h e   h i g h e r  

m u l t i p l i e r   v o l t a g e s .  

4 .  The photon  background  reference  measurements 
made w i t h  a p r e p a r e d   m i x t u r e   o f   i n e r t   g a s e s  
were of reduced   va lue   due  t o  t h e  loss i n  
gain  and a l so  the   con tamina t ion   o f   hydrogen  
and mass 2 8  d i s c u s s e d   p r e v i o u s l y .  

The n e x t   s e c t i o n  w i l l  d e s c r i b e   t h e  f i r s t  of  t w o  o f f - a x i s  

configurat ions  employed  and t h e  r e s u l t s   o b t a i n e d .  

Off-Axis   Studies   Using 14 S t a g e   M u l t i p l i e r  

Mount ing   Deta i l s .  - The m u l t i p l i e r   d e s c r i b e d   a b o v e  was 
o r i g i n a l l y   d e s i g n e d   t o   b e   u s e d   w i t h   t h e  EA1 Quad 200 r e s i d u a l  

g a s   a n a l y z e r .  I n  p r e p a r i n g  i t  f o r   t h e   o f f - a x i s   c o n f i g u r a t i o n ,  
s i m p l e   m o d i f i c a t i o n s  were made. These m o d i f i c a t i o n s   a r e  shown 
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in Fig. 1 using  dotted  lines  to  show  the  original  parts  re- 
moved. First, the focusing  plate  normally  used to focus  photo- 
electrons  to  the first dynode in a  photomultiplier  configuration 
was removed by cutting  a  single mounting,rod. . This  leaves  the 
first dynode  and its focusing  grid  intact.  Secondly,  the 
original  mounting  bracket and output  connection  were  care- 
fully  disconnected  and  removed. A new  mounting  bracket was 
substituted  for the original  one  which  reduced  the  overall  length 
of  the  multiplier  by  one-half  an  inch.  This  provided  the 
additlonal  space  needed to deflect  ions  into  the  entrance  grid 
of the first dynode.  These  modifications  were  made in as  clean 
an area  as  possible  to  prevent  contamination  and  dust  from 
entering  the  dynodes.  Careful  handling  is  essential  to  prevent 
contamination of the  ceramic  insulators by fingerprints  which 
are  impossible  to  remove  after 4 O O O C  bakeout. 

Electrostatic - Deflector. - A  pair of curved  electrostatic 
deflector  plat.es  were  provided  to  bend  the  beam  off-axis.  These 
parts  were  made of Nichrome V and  mounted  as  shown  in  Fig. 1. 
The  purpose  of  the  electrostatic  deflector  is  to  bend  the  ion 
beam  immediately prior to its acceleration by  the first  dynode 
grid, As will be shown  later,  the  deflector  worked  well in 
guiding  the  beam  to  the  vicinity of the  first  dynode  grid, 
Although  some loss of ions was anticipated, no serious loss of 
collection  efficiency was observed. 

. 

Performance "" ~ . . .  - of Deflector  System. - After  assembling  the 
multiplier in the  off-axis  configuration,  the  system was given 
a mild  bakeout ( 2 5 0 ° C  for 6 hours) and  the  performance  of  the 
ion  deflector was investigated.  Figure 2 shows  the  results. 
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Figure  1.- 14 stage multiplier b f f - a x i s  c o n f i g u r a t i o n )  
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The quadrupole was set  to "Z@rO" mass, allowing a13 ions to 
transit the quadrupole. The deflector Voltage! was then varied 
with  a  fixed  multiplier  accelerating  Voltage (2000 volts  in 
this  figure).  With the deflector  potential  negative  (correct 
for  ion  deflection) a broad maximum in the multiplier  output 
current  was  observed.  With  the  deflector  voltage of incorrect: 
polarity (positive), the  beam  was  driven to the grounded de- 
flector  plate,  as was anticipated.  Next,  the  multiplier  vol- 
tage was increased from 2008 Volts to 3000 'VOltls. As waIs also  
anticipated,  the  deflector  potential  became Lees influential 
in  guiding  the ions to the €irat dynode  because  of the insreaeed 
acceleration p o t e n t i a l  of the firet dynode grid. 

The foregoing evaluation of the deflector  system waa 
rather curllrcry becauee the quadrupole voltage$ (both ac and dc) 
were m r o .  With the quadrupole operating,  kha rf voltage 
imparte increwad traneverm energy to t h e  ions. The axial 
energy cmmpcnent (eVax)  rarnaine unohangad throughout the 
quadrupela. A8 eheww by Woodward 61 Crawford  (ref. 101, the 
maximum traneverBe exit energy (eVtr) i~ given by 
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The only background  cur ren t   observed  was t r a c e a b l e  to t h e  
m u l t i p l i e r .  On a pulse   ccjunt ing bas i s ,  t h e  count ing  r a t e  ( f e w  
counts /minute)  was statistically i n s l g n l f i s a n t .  No peaks were 
observed  i n  a spectrum scan up t o  mass 3 5 .  i t  a p p e a r s   t h e r e f c r e  
t h a t  the coun t ing  ra te  observed  a t  9 . 5  amu w a s  due mainSy t o  

ions, probabiy  19++ amu. 

I n  an  e f f o r t  t o  de t e rmine  the t r u e  photon hackgrpund st 
c 

rmss 5 .5 ,  t h e   s p e c t r o m e t e r  w a s  baked a t  48C C o v e r n i g h t  e While 
t h e  r e s i d u a l   p e a k s   i n  %he v l c i n i t y  of mass 5 . 5  wrre reduced,  
a n   e x c e p t i c n a l l y  I.arye multiplier daLk c u r r e n t  w a s  encountered 
which was shown t o  be ohmic leakage  between t h e  e l e c t r o n  ccilec- 
tor and  ad jacent   dynodes .  The m u l t i p l i e r  was removed and .the s u r -  
face of t h e  ceramic i n s u l a t o r s   c l e a n e d  with p u r e  ethyl a lcchol .  
The m u l t i p l i e r  was r e - i n s t a l l e d  and t h e  dark current rrieasured. 
Before bakeout ,  t h e  dark c u r r e n t  was of t h e  order a!: S x 10 - , l  3 

amperes a t  3 0 0 0  V .  A second bakeou t  w a s  bEgun, a r t e r  which an 
e x c e p t i o n a l l y   l a r g e  dc d a r k   c u r r e n t  of 9 x ~ . f ~ - ~ j  amperes was 
observed .  The mul t ip l ie r  was a g a i n  ~ e ; l t ~ v c ? _ d .  cleaned a n d  re- 
i n s t a l i e d .  The system was nc;t bak.ed, b u t  was c ~ n r ~ ~ ” c ~ u s ~ ~ s I . y  
pumped f o r  1 3  days .  A t  t h e  end of: i - . l - l ~ s  p e r l a d ,  t h e  residuai 
peaks were s u f f i c i e n t l y  low t o  p e r n i t   i n v e s t i g a t i o n  % f  phctor, 
n o i s e .  The d a r k   c u r r e n t   p u l s e s  were o b s s . r ~ e d  w l t h  the minimum 
d i s c r i m i n a t o r   s e t t i n g   a n d  3 7 0 0  v o l t s  on t h e   m u l t l p l l e r .  The  

o b s e r v e d   t o t a l  pressure ( n i t r c g e n )  was 7 . 8  x J-0-l’  T D r r ,  Under 
these c o n d i t i o n s  am average  noise count  w a s  takEn a t  nass 5 .5  
w i t h  and wi thou t  t h e  i o n  source o p e r h t i n g .  With t h e   s o u r c e  



o p e r a t i n g   t h e  observed n o i s e  w a s  281.4 counts /minute .  W i t h  

t h e   i o n  source o f f ,  the o b s e r v e d   n o i s e  was 256.8 counts /minute .  

The n e t   c o u n t i n g  ra te  ( fo r  pho tons j  was t h e r e f o r e  2 4 . 6  c o u n t s /  
minute ,  (0.41 c o u n t s / s e c )  a t  7.8 x 10 - I 0  Torr.  

Because of t h e  d i f f i c u l t i e s   e n c o u n t e r e d  w i t h  m u l t i p l i e r  

l eakage   cu r ren t s   (wh ich  were aggrava ted  by b a k i n g ) ,   p l a n s  t o  
s tandard ize   background  measurements   us ing  t h e  i n e r t  gas mix- 
t u r e  were abandoned. Some comparisons  can be drawn f r o m  
p r e v i o u s   d a t a   t a k e n   u n d e r   n e a r l y  t h e  same c o n d i t i o n s .  For 
example,   Fig.  4 shows a n i t r o g e n   s p e c t r u m   o b t a i n e d   p r e v i o u s l y  
w i t h  t h e  m u l t i p l i e r   o n - a x i s .  The average  background ra te  a t  
mass 5.5 i s  1 6 2  coun t s / sec  a t  a p r e s s u r e  of approximate ly  

7 x 10 Torr. With t h e  i o n   s o u r c e   t u r n e d  o f f ,  t h e  m u l t i p l i e r  
background  was 16 counts / sec .   Thus   the   ne t   ion   source   back-  

ground i s  o n l y  0 . 4 1  c o u n t s / s e c  as desc r ibed   above .  I t  a p p e a r s  
from these d a t a   t h a t  a r e d u c t i o n  of approximate ly  300  has  been 
made in   t he   pho ton   background  by l o c a t i n g  t h e  m u l t i p l i e r  o f f -  
a x i s .  

Because  of t h e  l e a k a g e   d e t e r i o r a t i o n  of the  m u l t i p l i e r  

f u r t h e r   e x p e r i m e n t s   w i t h  i t  were d i s c o n t i n u e d .  A new, v e r y  
h i g h   g a i n   m u l t i p l i e r  was s u b s t i t u t e d   a s  w l l l  b e   d i s c u s s e d   n e x t .  

Performance of High   Gain   Mul t ip l ie r  

x i s .  - The m u l t i p l i e r   s e l e c t e d  
fo r  t h i s   p n a s e  of the  program was a J o h n s t o n   L a b o r a t o r i e s ,   I n c .  
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Model "-1 focused  mesh m u l t i p l i e r   e m p l o y i n g  2 0  stages of 
e l e c t . r o r r   m u l t i p l i c a t i o n .   A c c o r d i n g   t o  t h e  d a t a   s h e e t   s u p p l i e d  

w i t h   t h e   m u l t i p l i e r ,  i t s  g a i n  !for 7 0 0  e V  e l e c t r o n s j  w a s  
1 . 3  x l o 7  at 2 9 0 0  v G l t s  appliec'.. G a i n   f a c t o r s   a p p r o a c h i n g  
lo* are  a d v e s t i s 4   f o r   a ? p l i e d   v o l r a g e s   b e t w e e n  4 . 0  and 4.5 kV. 
The m u l t i p l i e r  i s  n o t  known t o   f a t i g u e  a.z h i g h   c o u n t i n g  rates 

and i s  s p e c i f i e d  t o  have a d a r k   c u r r e n t  < 1 0  - 1 3  amps a t  1-06 

g a i n  ( 1 electroal. per second)  

The m u l t i p l i e r  w a s  f i r s t .   l n s % a . l . l e d   i n   t h e   o n - a x i s   c o n -  

f i , yu ra t ion  shown i n   F i g .  5 .  The purpose   o f  thls work was t o  
o b t a i n  a b a s e l i n e  f o r  msasuring off-axis r e d u c t i o n   i n  the photon 

bzckground .   Shor t ly   a f t e r   beg inn ing   ope ra t ion  t w o  d i f f i c u l t i e s  
were encountered ;  f i r s t ,  pick-up of t h e   q u a d r u p o l e  rf f requency  
was de tec t&.  a t  t h e  minimam d i s c r i o ~ i n a t o x  level and a t  mass 
numbers above  apprcximately 2 0  amu. T h i s  d - i f f i c u l t y  was over -  
come by very c a r e f u l   s h i e l d .   g r o u n d i n g   b o t h   i . n s i d e  t h e  m u i t i p l i e r  
housing and at. t h e   o u t s i d e  Gf t h e  main  vacuum feed- through 
flange. Some d . i f f i e u l t y  was also encoun te red   w l . th   dus t  particles 
between t h e  dynodes which g e n e r a t e d   f i e l d   e m i s s i o n   n o i s e  when 

operating vc;rltagc..s > 4 . 0  kV were a p p l i e d .  ?. sudden,  large 
i n c r e a s e   i n  backgXoilEd n o l s e   c h a r a c t e r i z e s  ths o n s e t  of t h i s  

problem.   Carefu l   handl ing  o f  t h e   m u l t i p l i e r  i n  a cleanroom 

e l i m i n a t e d  th.e problem. 

P r e l i m i n a r y   s t u d i e s   c f   t h e   h i g h  gain m u l t i p l i e r   b e g a n  
w i t h  a n  examinat ion of ion   and  photon c o l l e c t i o n   a n d  detection 
e f f i c i e n c i e s .  Figure 6 w i l l  expl-air ,   the  purpose of t h e s e   s t u d i e s  
and d e s c r i b e   t h e  resglts.  With t h e   d i s c r i m i n a t o r  s e t  a t  i t s  
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Figure 5.- 2 0  atage multipl ier   on-axis  configuration 
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minimum l e v e l  of , 0 2 5  v ' o l t s ,  t h e  c o u n t i n g   r a t @  was mearured 
a8 a f u n c t i o n  of m u l t i p l i e r   v o l t a g e  €or photsne a t  mala 5 . 5  
and fer i o n r  a t  marmm 2 ,  1 8 ,  2 8 ,  4 0 ,  4 4  end 5 8 .  It wae 
a n t i o i p a t e d  t h a t  t h e   i o n  and pho ton   coun t ing   r a t e  e u r v e ~  
would roaek a plateau a8 the multiplier v o l t a g e   ( g a i n )  WRB 

i n c r e a e e d .  The o n e e t  e€ t h i s  p l a t e a u   a i g n i f i e r   t h a t  a l l  
pulglee are l a r g e r  t han  t h e  minimum 8 i B e s i r n i n a t i e n   l e v e l ,  Tho 
photon  curve ehowe t h i s  a f f e c t  c lear ly  fer m u l t i p l i e r   v o l t a g e s  
B 3 5 0 0  v o l t m .   S i m i l a r l y ,  ionr  e€ r n a ~ e e ~  18, 2 8  and 58  a lae  
exhibit EL p l a t e a u ,   a l b e i t  with Other e f E e e t ~ ~  to $e d i ~ =  
C U B B ~ ~  Bhor t ly .  For ~ ~ B B Q B  4 0  and 4 4 ,  the tendeRey to r@aek 
a c o u n t i n g   p l a t e a u  i~ fol;lowed by a no t i emhle  inoreme i n  
counting r a t e .  Th%$ e f f @ e t  i e  probably d u ~  t o  desorption of 
t h o s e  e p e e i f i e  gaees by e h e t r o n  bombardment w i t h i n  the  
multigl%ar. A t  h i g h e r   v o l t a g e e  t h e  e loe t ron  flux i n  the 
l a t e r  dynode s t a g s 8   f n e r e a e e s  eharpfy and g a ~  d w o r p t i o n  aan 
occur. Dur ing  t h e  time t h f e  data WCLQ b a n g  taken the cathode 
c u r r e n t  of t h e  CCIS/Quad was moni to red   t o  detect  change@ i n  
t o t a l   i o n   s o u r c e  d e n s i t y .  During t h e  i n v e s t i g a t i o n  of t h e  
Argon ( 4 0 )  and C02 ( 4 4 )  small b u t   n o t i c e a b l e   i n c r e a s e s  were 
observed i n  t h e  i o n   s o u r c e   c a t h o d e   c u r r e n t   a s  t h e  m u l t i p l i e r  
v o l t a g e  was i n c r e a s e d .  T h i s  e f f e c t  was not   observed  for  t h e  
o ther   gases .   Presumably  these gases were s e l e c t i v e l y   d e s o r b e d  
by e l e c t r o n  bombardment i n  t h e  l a t e r  dynodes of t h e  m u l t i p l i e r ,  
a p o r t i o n  of which r e t u r n e d   t o  t h e  ion   source   and  was a g a i n  
ionized,   analyzed  and detected. The m u l t i p l i e r  was o r i g i n a l l y  
shipped i n  a sealed c o n t a i n e r ,  back-f i l led w i t h  Argon, I t  i s  
n o t   s u r p r i s i n g  therefore t h a t  t h i s  is one of t he  gases involved .  
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I t  w i l l  be n o t e d   t h a t   t h e   c o u n t i n g  rate p l a t e a u  for  masses 

2, 1 8 ,  28 and 50 dec l ine  between 3700 and 4 0 0 0  v o l t s .  Upon 
f a r t h e r   i n v e s t i g a t i o n ,  it w a s  f o u n d   ( u s i n g   a n   o s c i ~ l o s c o p e )  

t h a t   t h e  largest  p u l s e s  were o v e r l o a d i n g   t h e   p r e - a m p l i f i e r .  
The o v e r l o a d   r e s u l t e d   i n   p u l s e   o v e r s h o o t   w h i c h   e f f e c t i v e l y  

d e a d e n s   t h e   a m p l i f i e r   d u r i n g  t h e  o v e r s h o o t   p e r i o d .  A s  a r e s u l t ,  

o t h e r   p u l s e s  were no t   be ing   coun ted   du r ing   t he   "dead"   pe r iod  
and t h e   c o u n t i n g  r a t e  d e c l i n e d .   T h i s   t y p e  of c o u n t i n g   e r r o r  

becomes more pronounced a t  h i g h e r   m u l t i p l i e r   g a i n   a n d   h i g h e r  
c o u n t i n g  ra tes .  Th i s  e f fec t  i s  s e p a r a t e   a n d   d i s t i n c t   f r o m  
a n o t h e r  cause of l o s t   c o u n t s   d u e  to r e s o l u t i o n   l o s s e s   i n   t h e  
c o u n t i n g   c i r c u i t . "   C o u n t i n g  losses due t o  o v e r l o a d i n g   o c c u r   i n  
t h e   p r e - a m p l i f i e r ,   w h e r e a s   r e s o l u t i o n  losses o c c u r   i n   t h e   c o u n t i n g  

c i r c u i t r y .   T h u s ,  i n  assembl ing  or  d e s i g n i n g  a set  of e l e c t r o n i c s  
f o r   i o n   c o u n t i n g ,   s p e c i a l   a t t e n t i o n  n i l s t  be   g iven  t o  t h e   p r e -  
ampl i f i e r   wh ich  i s  t y p i c a l l y   r e q u i r e d   t o   a m p l i f y   t h e   b r o a d   p u l s e  
h e i g h t   d i s t r i b u t i o n   e n c c u n t e r e d  i n  f o c u s e d   d y n o d e   m u l t i p l i e r s .  
The p re -ampl i f i e r   employed   he re  w i l l  n o t   o v e r l o a d   o n   p u l s e   o u t p u t s  
as large as 1 0  v o l t s   w h i l e   p r o v i d i n g  a v o l t a g e   g a i n  of 1 0 0  f o r  
a l l  p u l s e s .   T h i s   d i s c u s s i o n   i n d i r e c t l y   e m p h a s i z e s   o n e  of t h e  

advantages  of the   channe l   t ype   mu l - t i p l i e r s ,   name ly   t he i r   na r row 
p u l s e   h e i g h t   d i s t r i b u t i o n  !when o p e r a t e d   i n  t h e  s a tu ra t ed   mode) .  

F i n a l l y ,   t h e   t e n d e n c y  of a g i v e n   c o u n t i n g   s y s t e m   t o   o v e r -  
Load will a l s o   d e p e n d   o n   i o n i c  mass. A s  w i l l  be d i s c u s s e d  sub- 
s e q u e n t l y ,   t h e   o v e r a l l  ga in  of t h e   m u l t i p l i e r  i s  approximate ly  
i n v e r s e l y   r e l a t e d   t o  mass. I n   g e n e r a l  t h e  l i g h t e r  masses produce 
l a r g e r   p u l s e s   t h a n   t h e   h e a v i e r  masses. Thus ,   th i s   form  of  c o u n t i n g  
loss  i s  t y p i c a l l y  more  prcnounced for  t h e   l i g h t e r  masses. 

* 
See ref.  1, pages 84-56 .  
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TABLE I 

PERCEEJT CHANGE IN  COUNTING 

a Average of t h i s  column is 11.4%. 
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is n e a r   t h e  minimum r e q u i r e d   f o r  1 0 0 %  c o u n t i n g   e f f i c i e n c y .   T a b l e  
I ver i f ies  t h i s   s t a t e m e n t ,   s i n c e   t h e   p e r c e n t a g e   r e d u c t i o n   i n  
c o u n t i n g  rates for  masses above 28 m u  i s  g e n e r a l l y   l a r g e r   t h a n  
t h e   c o r r e s p o n d i n g   r e d u c t i o n  for masses less than  28 m u .  Masses 
24 ar,d 50 are no ted  as e x c e p t i o n s .  

A t  t h e  same t i m e  t h e   d i g i t a l   s p e c t r a  of F i g s .  7 and 8 were 
ta lcen,   ana. log  spectra  were also o b t a i n e d  for. the same c o n s t i t u e n t s  
a n d   c o n d i t i o n s .  From t h e s e  data ,  t h e   m u l t l p h e r   g a i n  as a 
f u n c t i o n   o f  mass can  be c a l c u l a t e d .  T h i s  has been done for 3900 
v o l t  ions and i s  sumrnarized i n   T a b l e  I1 below: 

CALCULATED GAINS FOR SELECTED MASSES wr 3900  VOLTS 
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We note  the  aforementioned  lower  gains  for  mass  numbers 
above 28 amu  with  the  singular  exception of mass 14. Figure 9 
shows  the  analog  data  used in conjunction  with  the  digital  data 
of Fig. 7 to calculate  the  above  gain  factors.  The  lower  dc 
currents  for  all  peaks  above  mass 2 8  are  readily  apparent  when 
compared  to  the  digital  spectra of Fig. 7. 

In summary,  a  notable  improvement  in  the  gain  stability 
has  been  made  using  the  high  gain  multiplier.  For  a  very 
large  change in multiplier  gain  (factor of 7 0  for nitrogen), 
a  relatively  small  reduction in pulse  counting  sensitivity 
has  occurred. It appears  that  the  present  multiplier  approaches 
the  idealized  characteristics  listed  previously. A notable 
exception is the  broad  pulse  height  distribution  which  may 
lead  to  missed  counts at high  gain  and  high  counting  rates. 

Off-axis  Studies. - In the  final  phase of the  program  the 
high gain multiplier was mounted  off-axis  as  shown  diagrammatically 
in Fig. 10. A photograph  of  this  installatlon is shown in Fig. 11. 
Three  outer  shield  plates  have  been  removed to show the  multiplier 
and  deflector  plate. 

The  configuration (90' off-axis)  is  not  necessarily  an 
optimal  arrangement  for  the  multiplier. It was  chosen  because 
the  relatively  large  size  of  the  mulriplier  would n o t  permit 
mounting  inside  the  existing  vacuum container at intermediate 
angles. 
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After  mounting  the  multiplier as shown, rf interference 
problems were again  encountered at the  minimum  discriminator 
setting. An unidentified  intermittent noise source was also 
discovered  which  interrupted  data  acquisition  despite  line 
filters, etc. The rf interference  would not permit digital 
spectra to be  obtained  for  mass  numbers  larger  than  approximately 
22 amu. The intermittent  noise  source  completely  masked 
photon  noise  rates. The collection  efficiency for ions  within 
the  mass range 22-50 amu could not be  measured  because  of 
these  two  noise  sources.  Despite  these problems, the  reduction 
of  photon  background  in  the  off-axis  configuration was success- 
fully  measured. 

Figure 12 shows  the  counting  plateau  curve  for  mass 18 ions 
(most  prominent  peak)  and  demonstrates  that  under  conditions 
similar  to  Fig. 6, all  ions of  mass 18 were  being  counted at 
3000  volts  on  the  multiplier.  Since  preamplifier  overloading 
was  again noted, data  was not taken  above 3200  volts. The 
lower  portion  of  Fig. 12 also  shows  the  total  noise  observed 
at 5.5  amu.  This  noise  consists  of  electron  multiplier  dark 
noise  and  source  photons. By subtraction,  the net photon  back- 
ground  is  obtained. A value of  approximately 70 counts per 
second  is  indicated. The photon  background  obtained  in  the 
on-axis  configuration  has  been  replotted  from Fig. 6 data. A 

background rate of 3 5 0 0  counts/sec  is  indicated  from  this  data. 
The  total  discharge  current  for  the  off-axis data is approximately 
30% less  than  that  measured  for  the  on-axis  configuration.  There- 
fore,the photon  background  obtained for.the on-axis  configuration 
should  be  reduced  by  approximately 3 0 %  before  comparisons  are  made. 
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Figure 11.-Photograph of CCIS/Quad with 0 
high gain multiplier. 

N f  f -axis, 
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Making  this  correction,  the  photon  background  on-axis  would 
be 2 4 6 0  counts per  second. The off-axis  background is 
approximately 70 counts  per  second. The reduction  factor 
for  the  chosen  configuration  appears to be about 35. This 
compares  with  a  factor of 300 obtained  for  the 14 stage 
multiplier. It is presently  speculated that the difference  in 
reduction  factors is related  to  the  first  dynode  entrance  aper- 
ture  areas. If photon  scattering  occurs it would be more  pro- 
nounced in the  larger  area  multiplier. 

The final  consideration  of SjN ratio must involve  the  dark 
noise  of  the  multiplier. The most expedient  method of reducing 
this  noise is by setting  the  discriminator  to  a  value  larger 
than  the  minimum  used  in  the  present  studies.  Attempts were 
made  to  obtain  integral  pulse  height  distribution  curves of 
multiplier d.ark noise,  photons  and  ions. The latter  two dis- 
tributions were readily  obtained  but  reliable  dark  noise dis- 
tributions  could  not be obtained  below  approximately  a few 
counts  per  second  because of the  interference  from  outside 
noise  sources  mentioned  earlier. Present data  indicates  that 
multiplier  noise  will be  less  than 1 count/sec at 3300 volts 
applied  if  the  discriminator  is set at 0.10 volts  instead  of 
0.025 volts.  The  resultant  reduction  in  counting  efficiency 
for  hydrogen  would be only 1%. Therefore,  with  a  minimal  effect 
on counting  efficiency  (and  detector  stability),  the S / N  ratio 
of  the  spectrometer  should be approximately 2 x l o b  for nitrogen 
at 1 x 10 - l o  Torr.  This  figure is derived  from the sensitivity 
calculated  for  nitrogen as shown  in  Fig. 4 .  

The  final  section  of  this report summarizes  the  conclusions 
drawn  from  the  work  described  herein. 
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CONCLUSIONS 

It has  been  shown  that  a  very  stable,  high S / N  ratio 
digital  detector can be  provided  for  the  cold  cathode  ion 
source  quadrupole  mass  spectrometer by choosing an appro- 
priate  high gain, low  noise  electron  multiplier.  Locating  the 
multiplier  off-axis  effectively  reduces  the  photon  background 
from  the  ion  source  to  a  value  which  will  not  limit  the 
spectrometer's UHV S / N  ratio.  The  limiting  internal  noise 
source  will be  the  dark  noise  in  the  multiplier  itself,  since 
this  noise is not  dependent on pressure. 

The  isolation of quadrupole rf noise  and  external  laboratory 
noise  from  the  detector  is a l so  of  importance if  the  optimal 
S / N  ratio is required  for UHV mass  spectrometry. 
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